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510(k) Summary 

Date: June 10.2002 

Sponsor: Mitek Worldwide 
249 Vanderbilt Avenue 
Norwood, MA 02062 
Registration # I  221 934 

Contact: Petra C. Smit 
Tel: (781) 251-3196 
Fax: (781) 278-9578 
E-mail: psmit@et hus .jnj.com 

Proprietary Name: 
Mitek PDS/PGA Staple 

Classification Name: 
Fastener, Fixation, Biodegradable, Sofi. Tissue 
(21 CFR 888.3030); Class II 
Product Code: 87 MA1 

Common Name: 
Biodegradable Fastener, Soft Tissue Fixation 

Predicate Device(s): 
K946271 6-0 Coated VICRYL (polyglactin 910) Absorbable Suture 
PMA N18331 PDS II Suture 
K97011 C Mitek "H" Fix Meniscal Fastener 

DEVICE DESCRIPTION: 

Product Description 
The Mitek PDS/PGA Staple is a sterile, implantable device intended for single 
patient use only. The PDS/PGA Staple consists of an injection molded 
polydioxanone (PDS) U-shaped strap and two injection molded polyglycolic x i d  
(PGA) cones. The PDS U-shaped strap is insert-molded around the two injection 
molded PGA cones, resulting in a single, mechanically joined, PDS/PGA Staple 
construct. 

The PDS/PGA Staple is manufactured from two absorbable polymers that sre 
well-known and well-characterized and have been used in a multituue of 
commercially available medical devices. 
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Indications for Use 
The Mitek PDS/PGA Staple is an absorbable implant used in the fixation of 
scaffolding (for example periosteal autograft, collagen membranes or synthetic 
scaffolding) to articular cartilage lesions of the knee. 

Safety and Performance. 
Biocompatibility data, results of an in vitro strength retention assessment, a 
simulated use evaluation and results of in vivo animal studies have been 
provided to support the safety and performance of the PDS/PGA Staple. 
The data provided supports that the PDS/PGA Staple is substantially equivalent 
to currently marketed devices. 

CONCLUSION 
Based on 1) safety and performance data, and 2) similarities in operating 
principle, intended use, materials, manufacturing processes and sterilization 
processes, the PDS/PGA Staple has been shown to be substantially equivalent 
to predicate devices under the Federal Food, Drug and Cosmetic Act. 
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Food and Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

OE6 2 0 2002 

ML Petra C. Sinit 
Sr. Project Manager, Regulatory Affairs 
Mitek Worldwide 
249 Vanderbilt Avenue 
Norwood, Massachusetts 02062 

Re; KO2 1953 
Trade/Device Name: Mitek PDS/PGA Staple 
Regulation Number: 21 CFR 888.3030 
Regulation Name: Single/multiple Component Metallic Flone Fixation Appliances and 

;ic c e sso r i es 
I<egulator). C:lass: Class I 1  

Dated’ Septcmhc1- 24. 2002 
I?ecc1\ ed: September 25. 2002 

Product Code: JDR 

Ilcai- h4s. Smit: 

\’e ha\ e reviened youi Section 5 1 O ( k )  pi-emarket notificatioii ol’intent to market tlie de\ ice 
referenced abo\re and have deteriiiined the de\ ice is substanti~illj~ equivalent (for tlic indication\ 
lor  use stated in the enclosure) to legally niarl\eted predicate devices marketed in  interstate 
commerce prior to Ma! 28. 1976. the enactment date of the Medical Device Amendments. or to 
de\ ices that  ha\^ been reclassified in accordance with the provisions of the Federal Food, Drug. 
and Cosmetic Act (Act) that do not require approval of a premarket approval applicatioii (PMA). 
You ma!. tlierefbre. market the de\Tice, subject to  tlie general controls provisions of tlie Act. 1 lie 
ge iierii I con t ro 15 pro\l i si on c of t lie Act i iic lude require men t s fh r annual reg i s t rat ion, 1 i s t i ng o 1 
d e 11 ices. good manu f ’ac t 11 ring 12 rac t i cc, 1 abel in  g . and p ro 11 i 13 i ti o iis aga i lis t i i i  1 s 13 rand i iig and 
adu 1 tc rat i on. 

I f~rour  device is classified (see a h b e )  into either class T I  (Special Controls) or class I11 (PMA). i t  
ma! be subject t o  such additional controls. I’\isting major regulations affecting your de\rice c m  
be l’ound in  the (’ode of Federal Regulations. Title 2 1. l’arts 800 to 898. I n  addition. FDA ma! 
p 11 b I i s 11 fu  r t her an 110 11 iic e 111 e 11 t s c o iicci-ni ng your ce i n tlie Fed era 1 Reg i s t er . 

Please he ad\Jiscd that FDA’s issuance of ii substantial cqui\:alence determination does not mean 
t h a t  FIDA lias iiiade a dcterniination that j ‘our  de\,ice comp1ie.i with other requirements of the Act 
o I‘ a n y  I..cd era I stat 1,1 t es and re g 11 I at i oils x i  i i i  i i i  i s te red 
comply \\.it11 all tlic Act-s reqiiirciiieiits. including, but not limited to: registration and listing ( 2  1 
C‘I’R Part  807): Iabeliiig ( 2  1 Cl.’l< I’art 80 1 ): good i i i a n i i I ~ i ~ ~ i ~ ~ ~ i ~ i g  practice requirements ;IS sct 
forth i n  the quality systems (0s)  regulation ( 2  1 CFR Par[ 820); and ii’applicable, the elccti-onic 
product radiation control pro\.isions (Sections 53 1-542 ol’tlie Act); 21 CFII 1000- 1050. 

o t lie I- Federal agencies . You i i i  Lis t 
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This letter will allow you to begin marleting your device as described in your Section 5 1 O(k) 
premarket notification. The FDA finding of substantial equivaleike of your device to a legally 
marketed predicate device results in a classification for your device and thus, permits your device 
to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (2 1 CFR Part 80 l), please 
contact the Office of Compliance at (301) 594-4659. Additionally, for questions on the 
promotion and advertising of your device, please contact the Office of Compliance at (301) 594- 
4639. Also, please note the regulation entitled, "Misbranding by reference to premarket-- 
notification" (2 1 CFR Part 807.97). Other general information on your responsibilities under the 
Act may be obtained from the Division of Small Manufacturers, International and Consumer 
Assistance at its toll-free number (800) 638-2041 or (301) 443-6597 or at its Internet address 
http://www_fda.qov/cdrh/dsjaJdsmamain.htrnl 

Celia M. Witten. Ph.D., M.D. 
Director 
Division of General, Restorative 

and Neurological Devices 
Office of  Device Evaluation 
Center for Devices and 

Radiological Health 

Enclosure 
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510(k) Number (if known): K 0 4  ? t 3  
Device Name: Mitek PDS/PGA Staple 

Indications for Use The Mitek PDS/PGA Staple is an absorbable 
implant used in the fixation of scaffolding (for 
example periosteal autograft, collagen 
membranes or synthetic scaffolding) to 
articular cartilage lesions of the knee. 

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER 
PAGE IF NEEDED) 
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Concurrence of CDRH, Office of Device Evaluation (ODE) 

;criDtion Use ';I OR Over-the -Counter Use n/c 
(Per 21' CFR 801.119) 

Division of General, Restor~ve 
and Neurologicall Devices 
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